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It is imperative to ensure the safety of health-care workers in the angiographic room during the outbreak of the 
coronavirus disease 2019 (COVID-19). The selection criteria for interventional radiology (IR) procedures, the prepara-
tion of the staff and angiographic suite, ventilation systems, and intra- and post-procedural workflow optimization 
methods are detailed. The specific measures needed to protect occupational safety and health may result in higher 
costs, longer procedural times, and greater technical problems. However, these precautions may help to minimize 
the spread of COVID-19 among IR practitioners.
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INTRODUCTION

Worldwide, health-care systems are facing a critical sit-
uation from the coronavirus disease 2019 (COVID-19) 
pandemic. It is mandatory that interventional radiology 
(IR) services, as a major arm of radiology departments 
and modern health care, can be appropriately provided 
under these extraordinary circumstances. Indeed, essen-
tial activities should be identified and prioritized in an 
effort to maintain continuity of service delivery; strate-
gic shifts should be planned to provide maximum bene-
fit for the patients using increasingly limited resources. 
These essential activities in IR settings account for the 
whole spectrum of emergency procedures, for instance 
embolization for bleeding control or endovascular treat-
ment of stroke. Other non-deferrable interventions, 
such as those dedicated to critical health conditions in 
oncology, should also not be discontinued. However, the 

outbreak of the novel COVID-19 pandemic may find 
some IR services unprepared. This paper may help IR 
staff to navigate through these new challenges.

COVID-19 is officially a pandemic, first recognized 
in December 2019 in Wuhan, China. The disease was 
rapidly shown to be caused by a novel coronavirus that 
is structurally related to the virus causing severe acute 
respiratory syndrome (SARS), subsequently named 
SARS-CoV-2. An efficient coronavirus human-to-human 
transmission is the cause of the rapid spread of this out-
break; to date, in Italy over 100,000 cases [1] have been 
reported and almost half of these are registered in our 
area (Lombardy) [1,2]. The virus is most likely to be 
transmitted via respiratory secretions in the form of 
droplets or aerosols [3]; fomite transmission may con-
stitute another method of contagion [3] since the virus 
may remain viable for hours to days depending on the 
type of contaminated surface [4]. 

Due to the high percentage of aerosol-transmitted 
infections and possible permanence of the virus on sur-
faces, the main public health preventive advice focuses 
on social distancing and hygiene. These general princi-
ples are also applied to health systems and, consequently, 
to IR units, in light of the risk of nosocomial spread of 
infection. Therefore, proper preparation is crucial to 
reduce exposure of health-care workers and other 
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patients in IR. As long as possible, in regions with a 
heavy burden of the COVID-19 pandemic, every 
patient and health-care provider should be screened 
through real-time reverse transcription polymerase 
chain reaction tests for the detection of SARS-CoV-2. 
Patients with uncertain diagnosis should be managed 
as infected ones, and preventive quarantine should 
be applied to health-care workers also uncertainly 
diagnosed.

Dedicated paths to the angiographic suite should be 
planned for the isolated patients, including designated 
elevators and routes when possible, in an effort to min-
imize contact with other patients and staff. Indeed, few 
IR services are provided with distinct outpatient, inpa-
tient, and isolation facilities; otherwise, developing a 
work plan based on temporal segregation to different 
groups of patients may be a solution. Moreover, other 
departments equipped with portable fluoroscopic units 
(i.e. operating theaters) may be temporarily made avail-
able to IR practitioners.

SELECTION OF THE PROCEDURES

A robust planning and deep reorganization of the IR 
workflow are fundamental, largely driven by the sever-
ity of COVID-19 dissemination in the area and local 
policy. First, it is pivotal to determine which procedures 
are non-urgent and can be delayed or rescheduled. 
Essential procedures for life-threatening conditions (i.e. 
intravascular embolization for bleeding control, throm-
bectomy for stroke, acute mesenteric ischemia treat-
ment, endovascular repair for aortic rupture), urgent 
treatments in oncology patients (percutaneous biliary 
drainage, percutaneous ablation and chemoemboliza-
tion in selected cases, bridging therapies for liver trans-
plant, and a few others), and treatment of time-sensitive 
conditions and organ-sparing procedures (urgent dia-
betic foot angioplasty, percutaneous nephrostomy, 
prophylactic occlusion balloon placement for the pre-
vention of postpartum haemorrhage in patients with 
abnormal placental implantation) must be regularly 
delivered. Other procedures may be discussed in a mul-
tidisciplinary team based on a case-by-case perspective. 
When necessary, ultrasound (US)-guided interventions 
should be performed at the patient’s bedside in their 
isolation room.

The use of bedside US in the patient’s isolation room 
to guide procedures increases safety by reducing the 
nosocomial spread of COVID-19. Indeed, US should be 
considered the modality of choice to guide an increasing 
number of interventions. Before entering the isolation 
room, the US system must be covered using transparent 
plastic and the probe must be protected with a sterile 
probe cover. The covers must be removed after the end 
of the procedure, before leaving the room, and the 
machine must be cleaned with chlorhexidine-ethanol 
solutions.

PREPARATION

Adequate personal protective equipment (PPE) is funda-
mental, and must be available on-hand and securely 
stored. Education on proper usage should be given to 
staff, particularly in the first phase of the emergence 
(Figure 1). All pre-procedural preparations should be 
completed before the arrival of the patient, aiming to 
minimize the unnecessary time spent in the department 
and possible contact with other patients and health-care 
professionals. Angiographic room staff should put on, 
use, take off, and dispose of PPE properly; this includes 
gowns, gloves, masks, eye protection, and shoe covers. 

To avoid contamination, non-essential and mobile 
equipment needs to be removed from the angiographic 
room. Clear towels should be used to cover fixed and 
essential contact surfaces, whereas plastic should be pre-
ferred for control panels and changed between consecu-
tive patients (Figure 2a,b). Proper cleaning supplies 
should be ensured for clean and contaminated work 
areas separately.

Other staff such as administrative workers should be 
kept at a safe distance from the patients in separate 
areas; they do not require PPE [5].

Health-care workers are in the front line of any out-
break response, and are subsequently exposed to hazards 

Figure 1 Guidance on donning personal protective equipment 
(PPE).
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that include not only exposure to infection, but also long 
working hours, psychological distress, and fatigue. Con-
sequently, the work schedule for interventional radiolo-
gists should be replanned to protect occupational safety 
and health, and ensure likewise the delivery of essential 
services. Rotating shifts (possibly per week) may be imple-
mented to limit their exposure and prevent infection.

VENTILATION OF THE ANGIOGRAPHIC SUITE

No dedicated ventilation systems are necessary in the 
angiographic suite, since SARS-CoV-2, based on the 
available evidence [3], presents human-to-human trans-
mission through close contact and droplets, not by air-
borne transmission. Modern angiosuites are usually 
provided with ventilation systems similar to operating 
rooms; nevertheless, high-efficiency particulate air filtra-
tion systems are advisable when available.

INTRA-PROCEDURAL MEASURES

Adequate PPE is recommended by the World Health 
Organization (WHO) [5] (Figure 3). Notably, carrying 
out aerosol-generating procedures on COVID-19 
patients requires N95 or FFP2 respirators or equivalent. 
In the angiographic suite these procedures include, for 
instance, percutaneous gastrostomy, naso-gastric or 
naso-jejunal feeding tube insertion, tracheal, esopha-
geal, gastric, or duodenal dilatation or stenting, and 
bronchial artery embolization [6].

All non-intubated patients who are either infected, or 
suspected to be, must wear a FFP2 mask in the angiosuite.

The use of the N95 or FFP2 masks must be extended 
to operators standing at the patient’s side during the 

Figure 2 Angiosuite fully equipped before the arrival of the patient. (a) Fixed and  essential 
contact surfaces covered with clear towels. (b) PPE of the operator, including eye protection and 
lead apron, face shield, sterile gown, and gloves. 

Figure 3 Operator during the preparation.
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Appropriate education of staff and strict personal 
discipline are necessary.

It is strongly suggested that health-care workers 
remove PPE immediately after leaving the angio-
graphic room, in order to avoid contamination of their 
colleagues or themselves; an adjacent small room may 
be used for the PPE removal process (Figure 4) and 
used PPE must be collected in dedicated disposal 
bags. 

Access to reporting rooms is permitted only after PPE 
removal and proper hand hygiene. 

Plans for terminal cleaning of procedure rooms 
must be ensured and cleaners themselves are required 
to wear proper PPE [5,6]. Exposed surfaces including 
imaging equipment in the angiosuite must be cleaned 
with 70% ethanol or chlorhexidine-ethanol solutions, 
and floors cleaned with approved disinfectants (i.e. 
sodium hypochlorite solutions). The whole cleanup 
procedure takes approximately 30 min. Immediately 
after, the room needs to be ventilated for at least 
30 min, and then it is suggested that the room is left 
for a further 30 min with closed doors before the next 
intervention.

CONCLUSION

While health systems are strained worldwide by the out-
break of the COVID-19 pandemic, adequate control 
measures are fundamental to reduce to a minimum the 
nosocomial spread of this infection even in the IR ser-
vices. The specific measures needed to protect occupa-
tional safety and health may result in higher costs, 
longer procedural times, and greater technical difficul-
ties. However, these precautions can help to minimize 
the risk of infection by the novel coronavirus among IR 
practitioners.
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procedure and giving specific instructions when the 
patient is non-intubated but is wearing an oxygen mask. 
During the entire procedure, the doors of the angiosuite 
must be kept closed. It may be advisable for the staff to 
stay inside the angiographic room, possibly behind lead 
screens, even during image acquisition. Indeed, it is 
essential to minimize in these circumstances the risk of 
cross-contamination of less adequately protected health-
care workers staying outside the intervention room. 
Therefore, to reduce movement in and out of the poten-
tially contaminated room, the staff wearing appropriate 
PPE and sterile equipment must remain close to the 
angiographic bed, whereas a non-sterile radiographer 
with full PPE could help with the angiographic table 
control. Communication between operators in and out 
the room should be done by microphone.

The measures described are expected to increase the 
overall complexity and time of the procedure. 

POST-PROCEDURAL MEASURES

Published literature suggests that SARS-CoV-2 is stable 
for days on certain surfaces under experimental condi-
tions [3]. However, although fomite transmission is 
plausible, at present there is no robust evidence that sup-
ports infection through contaminated surfaces. These 
data may have profound implications for the implemen-
tation of rationale room decontamination procedures.

Figure 4 Guidance on removing PPE.
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